Diffusion tensor imaging of the myocardium is challenging due to the large bulk motion of the heart relative to the distance water diffuses. One solution is to use diffusion gradients on two consecutive heartbeats, with EPI to readout the stimulated echo [1] . The technique has not been widely adopted, primarily due to the long imaging times required to overcome the low SNR of the technique. Recent new technology such as 3T scanners and 32-channel cardiac arrays improve the SNR, helping to make this approach feasible clinically. SSFP provides reduced distortion and high image quality, therefore we investigated the feasibility of replacing the EPI readout with SSFP for myocardial diffusion tensor imaging at 3T.
Methods
The modified ECG-gated SSFP sequence including a diffusion preparation module is shown in Figure 1a . A final 90°tip-up pulse was required to enable an SSFP readout module rather than EPI. In order to avoid signal voids due to phase accrued from sub-millimetre bulk motion between the two diffusion gradients, a dephase gradient in the slice direction was included before the tip-up pulse, with this residual phase gradient rewound during each readout [2] .
The sequence was tested on a 3T Siemens Trio using a 32-channel coil. Images were acquired in diastole (650 ms after the R-wave). Two heartbeats for T1 recovery were included between each imaging module, and the following readout parameters were used: TR/TE=2.5/1.3 ms,α=120°, bandwidth 1021 Hz/px, GRAPPA (R=2), matrix size 96x92, voxel size 2.7x2.7x10 mm. One b=0 image and 3 directions with prescribed b=300 s/mm 2 were acquired in each 14-heartbeat breathhold, with three averages, requiring six breathholds for a single slice. Data were analysed in Matlab and mean diffusivity (MD), fractional anisotropy (FA) and helix angle (HA) calculated. A mid-ventricular slice was acquired in three normal volunteers and one patient with known hypertrophic cardiomyopathy (HCM).
Results
Maps of MD, FA and HA for one normal volunteer and the HCM patient are shown in Figure 1b , demonstrating that this novel technique allows the acquisition of distortion-free images at 3T, and that the diffusion tensor and derived quantities can be calculated. The MD and FA for the three volunteers and one patient are reported in Table  1 . FA shows good agreement with recently reported literature values [3] , but the MD is slightly higher. This is due to T1-weighting of the signal due to the recovery of non-diffusion-weighted signal during the readout, which introduces a small positive bias to the MD [4] .
A large change in FA is observed in the patient with HCM, as showed previously [5] .
Conclusions
We have demonstrated the feasibility of diffusion-prepared SSFP for diffusion tensor imaging of the myocardium at 3T, and shown its sensitivity to the presence of myocardial disarray in HCM. 
